In recent years, there has been a surge of interest in magnesium (Mg) and its alloys as biomaterials for orthopaedic applications, as they possess desirable mechanical properties, good biocompatibility, and biodegradability. Also shown to be osteoinductive, Mg-based materials could be particularly advantageous in functional tissue engineering to improve healing and serve as scaffolds for delivery of drugs, cells, and cytokines. In this paper, we will present two examples of Mg-based orthopaedic devices: an interference screw to accelerate ACL graft healing and a ring to aid in the healing of an injured ACL.
Introduction
Biomaterials are used in orthopaedic surgery for bone substitutes, fixation and stabilization of fractured bones, ligament and tendon reconstruction procedures, total joint arthroplasties, and so on. Historically, non-degradable metals, namely stainless steel and titanium alloys, have been commonly used because they possess good mechanical strength, biocompatibility, and corrosion resistance (Geetha et al., 2009 ). However, with the advent of functional tissue engineering, bioresorbable materials have gained much attention and their usage has increased, as they could be replaced by the patient's own tissue as well as be used for delivery of bioactive molecules to improve healing of various hard and soft tissues. These biomaterials are chosen based on the needed properties for the desired application, including specific mechanical properties, porosity, degradation profiles, biocompatibility, and adherence and incorporation into adjacent tissue (Butler et al., 2000) .
Depending on the tissue to regenerate, there are now many options for biomaterials in orthopaedics (Navarro et al., 2008) . For the repair or replacement of ligaments and tendons, fibrous collagen, extracellular matrix, silk, and synthetic polymer scaffolds have been explored (Ge et al., 2006) . In addition, hydrogels have become an attractive option to fill irregularly-shaped voids and aid in the delivery of cells, growth factors, and other bioactive molecules (Drury and Mooney, 2003; Woo et al., 2011) . For regeneration of the soft tissue-to-bone interface (e.g. ACL insertion to the femur), polymers have become a popular choice as they can be engineered to possess multi-phasic properties (Lu and Thomopoulos, 2013) .
However, polymer materials may not be a suitable choice for some orthopaedic applications. When poly-L-lactic acid (PLLA) interference screws were used for graft fixation during ACL reconstruction, the devices often fractured during implantation due to Contents lists available at ScienceDirect journal homepage: www.elsevier.com/locate/jbiomech www.JBiomech.com their brittleness (Smith et al., 2003) . Further, their rate of degradation varied greatly between patients and in most cases was very slow, with the screw remaining mostly intact even after 2 years (Johnston et al., 2011) . Also, after degradation, the void left was not filled with regenerating bone. A 10-year follow-up study showed that an osseous cyst had formed after complete degradation of an interference screw (Walton and Cotton, 2007) . Recently developed composite materials such as PLLA with tri-calcium phosphate (TCP) particles are designed to address the inadequate osteointegration, but results have been mixed as some studies reported improved results (Johnston et al., 2011) while others reported poor integration (Tecklenburg et al., 2006) . In this paper, we will present the development of a new class of biodegradable metallic materials for orthopaedic applications; namely, magnesium (Mg) and its alloys. These alloys have the mechanical properties required to meet loading requirements during and after implantation, but would not interfere with common imaging modalities for post-op care, such as MRI and CT. They could also be designed to degrade at a desired rate, thus allowing for regeneration of the surrounding soft or hard tissues. This controllable degradation is ideal for functional tissue engineering, as they could be designed to allow controlled drug release over time to enhance healing. The microstructure of Mg alloys could also be designed to be porous, which would allow for cellular infiltration and improve resorption and replacement by new bone. These aforementioned advantageous and desirable properties of Mg-based materials have led to increased interest in these materials for biomedical applications. In fact, a search on Web of Science using "magnesium" and "stainless steel" as search queries under the category "biomaterials" revealed that the number of publications on magnesium has exponentially increased in the past ten years compared to those on stainless steel, which only saw a modest increase (Fig. 1) .
To provide the readers with a proper perspective, we will include a brief review of the advantageous properties of Mg, followed by the history of Mg in orthopaedic applications and the complications that initially limited its use. Then, we will discuss new and recent developments, including new alloys, surface treatments, and coatings, which have helped to overcome these complications. Examples of these new Mg-derived materials will be given together with the in vitro and in vivo testing methods used to evaluate them. Finally, we will explore the exciting promises of Mg alloys in orthopaedics, as well as new possibilities for its use in functional tissue engineering of ligaments and tendons, bone, and the soft tissue-to-bone interface.
Bioresorbable Mg and Mg alloys
Mg-based materials have significantly lower moduli than titanium-based materials (41-45 GPa vs. 110-117 GPa) (Hort et al., 2010) . As a result, their mechanical properties are closer to those of cortical bone and could reduce the level of stress shielding. In terms of tensile strength, Mg-based materials are 3-16 times stronger than polymers (160-250 MPa vs. 16-69 MPa). They are also more ductile and have a higher ultimate strain that reaches up to 16%, which could reduce the risk of device fracture during implantation.
Mg-based materials can be engineered to degrade within a desired period of time. Recent studies demonstrated that various alloying elements (Zberg et al., 2009 ) and surface coating techniques (Liao et al., 2013) could control the degradation rate without significantly affecting the initial mechanical properties. By varying its Zn content, Zberg et al. could modulate the degradation rate of MgZnCa alloys while maintaining strength and modulus. Liao et al. showed that a surface treatment with phosphate on AZ31 alloy could control the degradation rates without affecting its mechanical properties. In addition to controlled degradation, Mg-based materials also do not significantly interfere with MRI compared to other metallic materials, thus allowing for accurate assessment of the device function and surgical outcome to be made during the post-operative periods.
Most importantly, Mg-based materials have been shown to be biocompatible in vivo, leading to good host response (Witte et al., 2005; Zhang et al., 2009 ). Further, they could promote bone formation compared to polymers, which helped the material to integrate well with the surrounding bone as well as to potentially allow full regeneration after degradation. These unique properties of Mg-based materials could overcome some of the disadvantages associated with the metallic and polymer materials.
History of Mg in orthopaedics
The initial use of biodegradable Mg implants in orthopaedics spanned the first half of the twentieth century (Witte, 2010) . In 1900, the Austrian-German physician Erwin Payr introduced the use of Mg for joint arthroplastics to regain or preserve joint motion, for fracture fixation with wire (clerclage) and pegs as intramedullary rods (Witte, 2010) . Inspired by Payr, Chlumsky also investigated the use of Mg sheets and successfully restored joint motion after bony separation of ankylotic joints in animals and humans, but rapid degradation of the sheets was noted.
A few years later, Lambotte from France investigated the use of Mg implants in children who had suffered from pseudoarthrosis, supracondylar fractures and transdiaphyseal humerus fractures and reported that all of the fractures healed without complications, except the formation of gas cavities around the implants (Witte, 2010) . A number of other investigators also reported the use of Mg implants in animals and humans and found that they stimulated soft tissue production and promoted new bone growth while being completely resorbed over time (McBride, 1938; Zierold, 1924) .
However, the most common complication was the rapid degradation of the Mg implants coupled with hydrogen gas formation. Even though the gas evolution was reported as not harmful to the surrounding tissue and did not cause any adverse clinical effect, such as infection, the inability to control the rate of degradation in vivo led to the abandonment of the use of Mg (Witte, 2010; Zierold, 1924) . Surgeons had then gone on to use more corrosion-resistant metals such as stainless steel. For more details on the history of magnesium implants for orthopaedic Histogram showing number of publications each year for the past ten years on research of magnesium and its alloys and stainless steel as biomaterials (retrieved from Web of Science using "magnesium" and "stainless steel" as a search query within the category "biomaterials").
applications, interested readers are referred to the review article by Witte published in 2010.
Recent advancement in Mg and its alloys
To combat the aforementioned challenges involving the use of Mg, new methods for alloying, coating, surface treatment, and processing have been developed. Metals like zinc (Zn), aluminum (Al), silver (Ag), yttrium (Y), zirconium (Zr), neodymium (Nd), and manganese (Mn) have been alloyed with Mg to achieve improved mechanical properties. An example would be Mg-Y alloys, which had increased mechanical properties compared to pure Mg (twofold increase in tensile strength) while maintaining the degradation rate (Chou et al., 2013) . In addition, the microstructure of the Mg material could be designed to be porous in order to have its mechanical properties similar to those of cancellous bone, thus making it ideal to be used as a bone substitute (Wei et al., 2010) .
Novel coatings and surface treatments can be applied to control the degradation of Mg and its alloys. A calcium phosphate (Ca-P) coating can be achieved through relatively simple chemical treatment and has been shown to slow down degradation of the AZ31 alloy by 2 orders of magnitude (Ishizaki et al., 2009) . Further, polymers such as PLGA have been used to control degradation of Mg-based alloys, although challenges of durability still remain (Ostrowski et al., 2013) . Physical vapor deposition of high-purity Mg, hydrofluoric acid treatment, and alkaline-heat treatment have also been shown to be effective to a varying degree (Gu et al., 2009; Salunke et al., 2011) .
A number of experiments have been performed to screen for cytocompatibility and to assess degradation of these new materials. By culturing U2OS (osteoblast) cells with or without a Mg (99.95% purity) sample, it was found that there were no differences in cell viability or proliferation, nor mineralization (Yun et al., 2009 ). Further, a Mg-based alloy (AZ21; Al 2 wt% and Zn 1 wt %) could support stromal cells and promote their differentiation toward osteoblast-like phenotypes in vitro (Pietak et al., 2008) .
Using a scaffold with a biomemetric, porous microstructure also proved to be positive for cellular activity, as MG 63 cells seeded on a microporous/macroporous Mg-Ca-P scaffold showed significantly better cell proliferation and attachment as well as osteoblast differentiation than those seeded on a Ca-P cement scaffold (Wei et al., 2010) . This was likely due to Mg's role in bone mineralization and deposition and the continuous release on Ca and Mg ions from the scaffold. The fact that cells also migrated deep into the microporous scaffold could also be an advantageous feature for functional tissue engineering, as it could eliminate necrosis in the center of tissue-engineered constructs due to lack of nutrient and waste exchange.
Incorporating coatings to these alloys has been shown not only to slow degradation, but also elicit a beneficial effect on cells. When mouse fibrosarcoma cells (L929) were cultured on a Ca-P-coated Mg-Mn-Zn alloy, significant improvements in cell proliferation and biocompatibility were found . A layer-by-layer approach to coating PLLA and alginate could create a functionalized surface to allow chemical-crosslinking of proteins, such as fibronectin, to the surface (Kunjukunju et al., 2013) . This approach allowed for vastly improved cell attachment (ten-fold increase in live cells compared to a bare Mg alloy), which was comparable to a titanium alloy (positive control). These in vitro experiments all demonstrated that Mg and its alloys have good degradation profiles and no cytotoxic effects.
Following in vitro experiments, live animal studies have also been conducted to evaluate the in vivo cytocompatibility and degradation of magnesium and its alloys for orthopaedic applications. These studies have demonstrated that Mg-based materials are cytocompatible and more importantly osteoinductive, with appropriate degradation profiles such that the scaffold is replaced over time by new bone tissue.
In a comparative study, 4 alloys, AZ31 (aluminum 3 wt% and zinc 1 wt%), AZ91 (Al 9 wt% and Zn 1 wt%), WE43 (Y 4 wt%, other rare earth metals 3 wt%, and Zr 0.4 wt%), and LAE442 (Li 4 wt%, Al 4 wt%, and rare earth metals 2 wt%) were implanted in the femora of guinea pigs for 6 and 18 weeks (Witte et al., 2005) . The degradable polymer, poly-96L/4D-lactide was used as a control. In the Mg alloy groups, there were statistically significant increases in bone mass and mineral apposition rate at both 6 and 18 weeks, as well as more trabecular-like structures compared to the control. Thus, the osteoinductive capacity of Mg-based materials could be demonstrated.
Investigators have also alloyed or coated Mg with elements naturally found in the human body, e.g. calcium (Ca), zinc (Zn), manganese (Mn), fluorine (F), etc. to test their in vivo biocompatibility and osteoinductivity. Zhang et al. tested a Mg-Zn-Mn alloy (1 wt% Zn and 0.8 wt% Mn) in the femora of Sprague-Dawley rats and observed significant degradation ( 50%) at 26weeks together with newly formed bone on the degrading surface without fibrous tissue ). In another study, a Mg-Ca alloy (0.8 wt % Ca) was coated with magnesium fluoride (MgF 2 ) and implanted in the femora of New Zealand white rabbits (Thomann et al., 2010) . Although the presence of the coating was not found to significantly affect the corrosion resistance of the implants, by 3 and 6 months, there was significant endosteal and periosteal bone growth on both coated and uncoated implants, with bone trabeculae tightly adhered to the implant surfaces.
Modifying the porosity of the Mg scaffold was also explored in vivo. When a microporous/macroporous Mg-Ca-P scaffold was implanted into femoral bone defects in rabbits, new bone tissue had formed into the pores of the scaffold by 2 months of healing, and after 6 months, the majority of the scaffold had degraded. In fact, 81% of the bone defect had been replaced by new bone tissue by 6 months, compared with just 47% in a microporous/macroporous calcium phosphate cement (CPC) control. Additionally, numerous osteoblasts were visible in a newly-formed osteoid matrix, and the interface between the scaffold and bone was no longer visible (Wei et al., 2010) . Thus, the combination of an Mg alloy with a porous structure may be advantageous as a biomimetric approach to functional tissue engineering of bone.
These in vivo studies clearly demonstrated that Mg-based materials could promote bone formation and appropriate degradation rates for replacement by new bone tissue, without cytotoxic effects. With these findings, biological agents should also be incorporated into these materials to further enhance healing. In addition to exploring these new materials for bone healing, the possibilities of using Mg for functional tissue engineering of ligaments and tendons, as well as their entheses can also be explored. This possibility is encouraged by recent findings showing that Mg may have beneficial effects on fibroblast adhesion to surfaces (Okawachi et al., 2012) , as well as viability and cellular activity (Cao et al., 2013) .
Examples of Mg-based devices for orthopaedic applications
To illustrate how that Mg devices could enhance musculoskeletal tissue regeneration, we have conducted two studies, the first being an interference screw for fixation of tissue autografts during anterior cruciate ligament (ACL) reconstruction. The choice of Mg-based interference screws was made because it would allow the effect of Mg on healing and remodeling of the hard and soft tissue interface to be tested. As Mg has been shown to promote bone regeneration, the use of Mg-based interference screws may have potential benefits in healing of the graft in the tunnel. The second study involves the application of a novel ring device for augmentation of ACL healing, as Mg's good mechanical properties, controllable degradation, and positive effects on fibroblasts could lead to enhanced ACL healing.
The results obtained from these studies will serve as platforms for further investigations on how to incorporate Mg in tissue engineering strategies, such as drug, cell and cytokine delivery or combination with extracellular matrix bioscaffolds as well as to guide the potential use of Mg in regeneration of other tissues.
Study 1: Mg-based interference screw for ACL reconstruction
There are well over 100,000 cases of ACL tears annually in the United States (Beaty, 1999) and two thirds of these patients would immediately or eventually need surgical reconstruction to stabilize their knees to prevent further damage to other soft tissues that could lead to osteoarthritis. A patellar tendon or hamstring tendon autograft or an allograft is used to replace the injured ACL, and is often fixed within the femoral and tibial bone tunnels by means of interference screws.
Currently, interference screws are made of either a metallic material (usually a Ti-based alloy), or a polymer such as PLLA. While successful in restoring ACL function initially, these materials do not allow for complete regeneration of the surrounding bone (Walton and Cotton, 2007) . Hence, our research center has chosen an alternative approach by developing interference screws made of Mg-based alloys to harness its biodegradability, biocompatibility and osteoinductive capacity. To do this, we first performed finite element analysis (FEA) to optimize the screw design (Flowers, 2012) . We then performed ACL reconstruction on the goat stifle joint and fixed the autograft with a Mg-based interference screw. Both in vitro and then in vivo studies were conducted and the outcome in terms of graft function and joint stability were evaluated.
The initial design of the screw was based on that of a commercially available titanium alloy screw (Flowers, 2012) . For the FEA, a CAD model of the interference screw was created and imported into FEA software (ANSYS, Canonsburg, PA) (Fig. 2A) . The model was then validated using a previously published equation (Chapman et al., 1996) that determines the pull-out strength of a screw based on its thread design (pitch, depth, ultimate shear stress, and length). The pull-out force determined from the finite element model was matched to that determined by the equation for validation. Upon applying loading conditions simulating insertion torque, it was first observed that there were stress concentrations in the corners of the drive that would lead to stripping of the screw while being inserted. Through parametric optimization, we thus modified the design for the drive of the interference screw by increasing its width and drive depth to reduce stress levels at these corners.
The material used for the interference screw was an AZ31 alloy because it is stronger and more corrosion-resistant than pure Mg. The AZ31 Mg-based interference screws were machined and used to fix a bone-patellar tendon-bone (BPTB) graft in the femoral tunnel of 6 cadaveric stifle joints from skeletally mature goats (Fig. 2B) .
The kinematics and the graft function of the stifle joints were evaluated by the robotic/ universal force-moment sensor (UFS) testing system developed at our research center (Fox et al., 1998; Woo et al., 1999) . This testing system is able to evaluate the function of diarthrodial joints in multiple DOF of motion and is an improvement over earlier linkage and other systems that could not repeat the bone positions and the path of motion accurately (Hollis et al., 1991; Smith et al., 1993) . The robotic manipulator is capable of recording and reproducing motion within 0.1 mm in translation and 0.11 in rotation with six degree-of-freedom (DOF) motion. The UFS can record forces and moments along the three axes of a Cartesian coordinate system with a repeatability of 0.5 N for force and 0.05 N-m for torque. The system has been successfully used to measure joint translations and rotations in response to externally applied loads and in situ forces in ligaments and other soft tissues in and around the joint (Livesay et al., 1995; Woo et al., 2002) .
A 67-N anterior tibial load (ATL) was applied to the goat stifle joint at 30 o , 60 o , and 90 o of joint flexion in three states: intact, ACL-deficient, and reconstructed (Papageorgiou et al., 2001; Woo et al., 2002) . In the intact state, the anterior tibial translation (ATT) ranged between 1.9 mm and 2.4 mm at these three flexion angles (Fig. 3A) . After transection of the ACL (ACL-deficient state), the ATT increased by more than 10 mm (between 13 mm and 16 mm). ACL reconstruction with the Mg-based interference screw fixation restored the ATT back to within 2 mm of the intact state. In terms of the in-situ forces in the graft, they were within 5 N of those in the intact ACL at all three flexion angles (51-67 N for the graft vs. 50-63 N for the ACL; Fig. 3B ). These findings clearly showed that ACL reconstruction with the Mg-based interference screw fixation could restore the stifle joint stability and graft function (in-situ forces) following ACL reconstruction. The structural properties of the graft were obtained by performing uniaxial tensile testing of the femur-graft-tibia complex (FGTC) after reconstruction. After removing all of the soft tissues around the joint, leaving just the femur, graft, and tibia, the FGTC specimen was mounted on a materials testing machine (Instron 4502, Norwood, MA) and loaded to failure. The resulting loadelongation curve was recorded and the stiffness and ultimate load were obtained (52 76 N/mm and 400 7135 N, respectively) . These values were comparable to previous data from our research center using a titanium interference screw on a similar animal model (Musahl et al., 2003) and support the use of the Mg-based interference screw for fixation of the replacement graft in ACL reconstruction.
With these positive in vitro results, we demonstrated feasibility of the use of the Mg-based interference screw for fixation of the replacement graft in ACL reconstruction at time zero. We then proceeded to an in vivo study of ACL reconstruction on stifle joints of skeletally mature goats and evaluated them at 12 weeks of healing. Preliminary data (n ¼3) has shown the values for ATT were between 9 and 14 mm, and the in-situ forces in the healing BPTB autograft were between 20 and 40 N. These values were again comparable to previous results obtained using a similar animal model .
After demonstrating its ability to restore the tissue function as well as osteoinductive capacity, we will incorporate delivery vehicles for drug, cells, or cytokines to the Mg-based interference screw to improve the healing and remodeling of the tunnel. One of the readily available methods is coating the surface of magnesium with a polymer. These polymer coatings on the Mg surface could also be functionalized to attach bioactive molecules to further enhance the healing response (Kunjukunju et al., 2013) .
Study 2: a Mg-based ring for healing of an injured ACL
With the recent advances in functional tissue engineering, biological augmentation using stem cells (Agung et al., 2006) , platelet-rich plasma (Murray et al., 2007) , or ECM bioscaffolds (Fisher et al., 2012; Nguyen et al., 2013) has been successfully used to enhance the healing of a surgically transected ACL. However, these studies also found that the rate of healing was slow and mechanical augmentation would be required to maintain knee stability and facilitate the biological processes of ACL healing (Speziali et al., 2012) . To this end, it was found that using sutures that directly connected the tibia and femur following ACL injury could restore knee stability and led to improvements in the healing of a transected ACL Fleming et al., 2008) . We have designed a novel Mg-based ring to bridge the gap between the two torn ends of the ACL in order to serve as an internal splint as an alternative for mechanical augmentation. The ring would degrade as the ACL healing progresses and bears more of the load. It is intended to be used alongside cells, cytokines, or bioscaffolds while releasing these biological agents on a timely basis in order to accelerate healing and remodeling.
The ring was designed for the goat ACL based on the dimensions and anatomy of the midsubstance of the ACL, and was machined from an AZ31 alloy (Fig. 4A) . A novel surgical implantation technique was also developed. It involved first drilling two sets of 1.5 mm diameter bone tunnels through the femur and tibia, passing anterior to the ACL's femoral insertion and medial and lateral to its tibial insertion. Then, fixation sutures (Ethibond #2, Ethicon, Inc.) and repair sutures (PDS II #0, Ethicon, Inc.) were passed through each of the transected ends of the ACL. The fixation sutures were passed through the ring and opposite bone tunnels and fixed under tension, while the repair sutures were tied around the notches of the ring (Fig. 4B) .
The function of the Mg-based ring-repaired ACL was evaluated in vitro using cadaveric goat stifle joints (n ¼8) . Each joint was mounted on the robotic/UFS testing system as described previously in three joint states: (1) intact, (2) ACLdeficient, and following (3) ACL repair with the Mg-based ring. ATT and in-situ force in the ACL were measured for each state.
The ATT of the intact joint was measured to be 2.5 7 0.6, 2.7 70.9, and 1.8 71.0 mm at 301, 601, and 901 of knee flexion, respectively. After the ACL was transected, it increased to 15.2 72.3, 15.8 71.7, and 12.4 71.6 mm. With the application of the Mg-based ring, the ATT of the ACL-repaired stifle joint was reduced by 60-70% from the ACL-deficient state, and was within approximately 3 mm of that of the intact joint (5.0 71.0, 5.8 7 1.0, and 4.3 71.3 mm, respectively; P o0.05). In terms of in-situ forces in the ACL, Mg-based ring repair was able to restore forces to levels of those of the intact ACL at all three flexion angles (60 78, 57 74, and 497 9 N vs. 6177, 62 77, and 5477 N; P 40.05).
These data demonstrated that the use of the Mg-based ring could restore joint function and provide the needed mechanical augmentation in the early stages of ACL healing. The ring could also load the repaired ACL during the healing process and therefore reduce the disuse atrophy of its insertion sites. Over time, the Mg-based ring would be resorbed, leaving only the healing ACL to remodel and strengthen.
In the future, this novel Mg-based ring will be used in combination with biological scaffolds in an in vivo animal study to examine the synergistic biological and mechanical approach (Fisher et al., 2012) . It is hypothesized that with sufficient initial joint stability, the healing response via bioactive molecules could be enhanced and accelerated, resulting in improved ACL healing. We believe this combined functional tissue engineering approach, if successful, will lead to a paradigm shift on treatment for ligaments and other soft tissues following their injury.
Future developments
Thus far, our group and others have shown very encouraging results using new Mg-based alloys to make devices for orthopaedic applications Kim et al., 2013; Qin, 2013; Windhagen et al., 2013) . In vitro studies have shown that when an Mg-based interference screw was used for graft fixation during ACL reconstruction, the stifle joint stability and graft function could be restored to the levels of a Ti screw . Also, an Mg-based ring-repaired ACL could bridge the gap between the two ends of an injured ACL to restore joint stability and function to near-normal levels .
These encouraging results are needed to form the basis for in vivo animal studies in order to evaluate their efficacy as well as to learn more about their degradation and resorption processes. If these devices could restore the normal tissue function, especially at the enthesis, one can then design the Mg-based interferences screw as a delivery vehicle for drugs, cells, or cytokines so that the graft healing and remodeling at the tunnel could further be improved. Meanwhile, it would be attractive to employ bioscaffolds and hydrogels together with the Mg-based ring to accelerate the ACL healing while maintaining the integrity of its bony insertions.
The success of the Mg based interference screw has also led us to develop other devices, such as suture anchors for rotator cuff and acetabular labrum repair. As many as 300,000 surgeries to repair rotator cuff tears were performed annually in the US, and in each case, multiple suture anchors have been used (Colvin et al., 2012) . Additionally, arthroscopic repair of torn acetabular labrum is on the rise and suture anchors are used to re-approximate the torn tissue. The majority of suture anchors for these applications are currently made of polymers, and it has been shown that these devices may cause osteolysis leading to osseous cyst formation (Dhawan et al., 2012) . Excellent biocompatibility and osteoinductivity of Mg and its alloys may allow better bone healing. To develop these devices, the knowledge gained from the Mg-based interference screw will serve to facilitate the design of novel Mgbased suture anchors for in vitro and in vivo tests on animals.
Nevertheless, there are still a number of challenges that remain prior to widespread clinical use. Most notably is how to control the corrosion rates, which are highly dependent on geometry, composition, and location of the implant. To control degradation, we need to develop new alloys and manufacturing processes for devices to be applied for a wide range of clinical purposes. Along these lines, single crystal Mg (Shin et al., 2013) and new technologies of surface coatings using polymers (Tian and Liu, 2013) are on the horizon that would offer exciting possibilities. These new materials and surface coatings could be used to tailor the degradation to match healing such that the device can be replaced over time by new tissue.
Finally, an important challenge will be how this new class of devices will be able to fulfill the regulatory requirements, as the guidelines for FDA approval have not yet been fully established.
In conclusion, Mg and Mg-based alloys are very promising biomaterials for orthopaedics applications, because they combine the positive features of traditional, non-degradable metallic and degradable polymer materials that are used today. Their desirable mechanical properties, biocompatibility, and biodegradability are attractive features to be selected for implants. The possibilities of incorporating tissue engineering strategies, such as the addition of biological agents such as cytokines, growth factors, or stem cells to Mg-based devices for drug delivery could lead to new treatment options and improved outcomes for patients. Even though there is much work to be done, it is believed that Mg and its alloys are a new class of biomaterials that are poised to play a role in revolutionizing orthopaedic as well as other medical devices.
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